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Current protocols prescribe 0.2 µm filters for absorption measurements of Coloured Dissolved Organic Matter (a(CDOM)). However, a
large historical dataset of a(CDOM) was obtained over 0.7 µm filters. Since small particles may pass 0.7 µm filters, a(CDOM) was prob-
ably overestimated because of residual scattering. Furthermore, current protocols require suspended matter to be filtered over 0.7 µm.
So the 0.2 µm - 0.7 µm fraction is missing from the particles and attributed to enhanced a(CDOM), potentially leading to poor op-
tical closure. In this paper natural water samples from a eutrophic lake were analysed with both filter pore sizes and two different
absorption determination methods. Besides a standard bench spectrometer with a cuvette a calibrated Point-Source integrating-Cavity
Absorption Meter (PSICAM) was used to gauge the absorption measurements. After filtration over 0.7 µm we found a systematic 8%
overestimation of a(CDOM) measured in the cuvette caused by residual scattering. By filtering over 0.2 µm the a(CDOM) cuvette
values are 6% underestimated because also a significant fraction of absorption was removed from the sample. As a consequence
we recommend testing for coloured residues on the 0.2 µm filter after prime filtration with a glass-fibre (GF/F) filter. In case the
0.2 µm filter shows colouration, the method presented in this paper is a fast and simple check to correct the CDOM measurements.
[DOI: http://dx.doi.org/10.2971/jeos.2011.11046]
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1 INTRODUCTION
The colour of natural surface water is determined by the
spectral characteristics and the concentrations of dissolved
and suspended coloured compounds. The establishment of
quantitative relationships between the water colour and the
concentrations of these compounds is essential for accurate
derivation of the concentration of optical active constituents
from handheld and satellite spectral observations. Reflection
spectra are due to the light scattering of particles and water
molecules that reflect upward part of the solar irradiance. The
spectral subsurface irradiance reflectance R(0,λ) is a function
of wavelength (λ) and is related to the total backscatter coeffi-
cient bb(λ) and absorption coefficient a(λ) by [1]
R(0,λ) = f
bb(λ)
a(λ) + bb(λ)
. (1)
Here f is a scaling constant that depends on illumination con-
ditions and the scattering properties of the water. The total
backscattering is the sum of backscatter by water (w), phyto-
plankton (PH) and non-algal particles (NAP):
bb = bb(w) + bb(PH) + bb(NAP) (2)
The total absorption is given by
a = a(w) + a(PH) + a(NAP) + a(CDOM). (3)
Here a(CDOM) is the absorption by the dissolved humic sub-
stances in the water (Gilvin or Coloured Dissolved Organic
Matter). This three-component model is applied in most op-
tical modelling studies and is minimally required to success-
fully simulate natural waters [2].
The absorption and scattering properties in equations Eq. (2)
and Eq. (3) need to be determined accurately by laboratory
reference measurements. By definition, the dissolved fraction
should display absorption but no scattering. Currently, this
fraction is defined in practise as the fraction that passes a
0.2 µm filter [3]. In case of the filtration over 0.2 µm (200 nm)
the particle size will always be less than half a wavelength
in the visual region of interest (400-750 nm) and the result-
ing Rayleigh scattering is relatively small and can be ignored
[4, 5]. However, in literature other threshold values can be
found (e.g. 0.45 µm, see [6]) and in operational water remote
sensing studies the dissolved matter is measured after filtra-
tion over a GF/F glass-fibre filter (with a nominal pore size of
0.7 µm).
The filters that are used for a(CDOM) determination can not
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only vary in pore size but also in filter material. Two main
types of filters are generally used: glass-fibre and cellulose-
acetate (or membrane) filters. Glass-fibre filters are relatively
cheap, but are only available with relatively large pore sizes.
The given pore size of a glass-fibre filter is commonly the
nominal pore size. It is inherent to the material used that the
pore sizes of a glass-fibre filter are not uniform; the distance
between strings can vary between smaller than the nominal
pore size up to the nominal given size. For instance, the What-
man GF/F filters used for this research have a nominal pore
size of 0.7 µm, while the effective pore size is closer to about
0.45 µm (http://www.whatman.com). Glass-fibre filters with
smaller nominal pore sizes than 0.7 µm are not available.
Until recently, in water remote sensing the particulate and dis-
solved matter was separated by filtration over a 0.7 µm glass-
fibre filter [7]. The disadvantage of this methodology is that
sub-micron particles, whose behaviour is more similar to the
particulate matter (such as detrital matter, clay and picoplank-
ton), still pass through to the filtrate. As was demonstrated by
Simis et al [8] these particles cause extra scattering of light,
for example in a cuvette beam attenuation measurement. In
a cuvette of length L [m] the beam attenuation C (λ) [m−1] of
the incoming light intensity I0(λ) is derived from the outgoing
light intensity I(λ) by
C = L−1ln( I0
I
). (4)
The attenuation C is composed of the losses at the cuvette
air/quartz/water interfaces (∆), attenuation by pure water
and the absorption (a) and scattering (b) of the coloured com-
pounds in the water.
c = a(w) + b(w) + a+ b+ ∆ (5)
In a calibration measurement the sum term (a(w) + b(w) + ∆)
is derived from a cuvette filled with Milli-Q water. The extra
attenuation measured in the filtrate is regarded as the CDOM
absorption of the sample. However, if a portion of this atten-
uation is caused by the scattering of photons (b 6= 0) out of
the light path, this will be wrongly attributed to the CDOM
absorption measure.
Even though the CDOM protocol was changed to filtration
over 0.2 µm, the measurement protocols for the concentrations
and absorptions (filter-pad method [9]) of phytoplankton and
NAP still call for a filtration over a 0.7 µm filter. A filtration
over smaller pore size filters is often not feasible for particu-
late matter in inland waters with high concentrations of opti-
cally active compounds. Therefore the weight of the particu-
late fraction between 0.7 to 0.2 µm is missing and the pigment
concentration in the pico-plankton fraction is probably miss-
ing. In addition the absorption by the NAP and phytoplank-
ton fraction between 0.7 and 0.2 µm is also not measured.
This will affect optical closure between measured and simu-
lated spectra and will also affect the concentration retrievals
of CDOM, NAP and probably also of phytoplankton.
In this paper we assess the magnitude of the scattering of sub-
micron particles by comparing the attenuation properties of
the filtrate after passing a 0.7 µm GF/F glass fibre filter to the
optical attenuation after filtration over an 0.2 µm cellulose-
acetate filter. The attenuation measurements are made with a
cuvette and with the integrating-cavity absorption meter [10],
in this case the Point-Source Integrating-Cavity Absorption
Meter (PSICAM). Since the light field inside an integrating
cavity is already totally diffuse, the absorption measured by
the PSICAM is assumed to be free of scattering [11]. Another
advantage of the PSICAM over cuvette measurements is that
the average path length (L) of photons that can be achieved
in the cavity is much longer because of multiple reflections
at the cavity wall (in our case around 1 m). This allows the
PSICAM to measure with high accuracy and at very low
absorption. A number of case studies have already shown
the applicability, sensitivity, accuracy and limitations of the
PSICAM concept [12], even for CDOM measurements
[13]-[15].
2 MATERIALS AND METHODS
2.1 Field sampling
Natural water samples were collected in the Vecht Wetlands
lakes (Figure 1). The lakes are suitable for bio-optical research
because the ecological conditions in the lakes are variable,
ranging from oligotrophic basins to highly eutrophic lakes.
Earlier analysis of the Vecht lakes area by Dekker and Peters
[16] showed that the concentration range of the active optical
components is large: chlorophyll-α 4 – 219 µg L−1, total sus-
pended matter 1 – 37 mg L−1 and absorption by CDOM at
440 nm (g440) 0.78 – 3.51 m−1. These ranges were reaffirmed
by later research [13].
A total of 19 water samples were collected over three days
at 7 stations during the summer of 2002 in the shallow eu-
trophic lakes Loenderveen and Terra Nova. The dates of the
field days were May 6th, July 29th and September 12th. The
water samples were taken just below the water surface using
1 litre Polyethylene bottles. They were temporally stored in
a cooler container for transport to the laboratory, where the
samples were immediately filtered.
FIG. 1 Map of the Netherlands showing the Vecht Area and the lakes Loenderveen and
Terra Nova and the positions of the sample stations (©Topografische Dienst, Emmen).
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FIG. 2 Flowchart of the absorption analysis. The M1 to M4 are the four separate mea-
surements techniques, while the C1 to C4 are the four inter-comparisons, shown in
Figures 5, 6, 7 and 8.
2.2 Analysis f lowchart
The analysis procedure is summarized in the flowchart,
shown in Figure 2.
After collection in the field, all water samples were first fil-
tered over Whatman GF/F filters (0.7 µm). Subsequently, the
filtrate of each station was again filtered over 0.2 µm filters.
The absorption properties of both filtrates were measured in
the cuvette (M1 and M3) and with the PSICAM (M2 and M4).
Based on these absorption measurements, 4 comparison ex-
periments were performed:
• C1: The cuvette 0.7 µm versus cuvette 0.2 µm filtered wa-
ter absorption measurements. This comparison was car-
ried out to study the differences in absorption in the cu-
vette for the two filter pore sizes and to characterize the
overestimation of absorption measured on the 0.7 µm fil-
trate caused by residual scattering.
• C2: The PSICAM 0.7 µm versus PSICAM 0.2 µm filtered
water absorption measurements. This comparison was
carried out to test the assumption that residual scattering
has no effect on PSICAM measurements.
• C3: The PSICAM 0.7 µm versus cuvette 0.7 µm filtered
water absorption measurements. This comparison was
carried out to show the overestimation of cuvette absorp-
tion on the 0.7 µm filtrate in the cuvette, and to provide a
first estimate on a correction factor for historical cuvette
CDOM absorption data.
• C4: The PSICAM 0.2 µm versus cuvette 0.2 µm filtered
water absorption measurements. This comparison was
carried out to test the assumption that filtering over
0.2 µm takes away all scattering particles in the filtrate.
2.3 Fi l trat ion
The water samples were first filtered over Whatman GF/F
(45 mm Ø, 0.7 µm pore size) glass-fibre filters. A fresh fil-
ter was used for each sample. The filtrate was kept at room
temperature. The absorption of the filtrate was first measured
in the cuvette by an Ocean Optics Spectrophotometer. Prior
to measurement in the PSICAM the filtrate was diluted two
times with distilled water, because the absorption coefficients
of the samples were too high to be accurately measured by
the PSICAM directly. The dilutions were carried out based on
weight, using a laboratory balance. For the next step the fil-
trate was filtered again, this time over Schleicher & Schuell
OE66 (47 mm Ø, 0.2 µm pore size) cellulose-acetate membrane
filters. Again, the absorption of the filtrate was both measured
in a cuvette and, again after dilution, in the PSICAM.
2.4 Cuvette measurements
CDOM absorption is characterised by a strong absorption
in the ultraviolet to blue wavelength region, rapidly declin-
ing towards longer wavelengths. The shape of the absorption
spectrum is, based on theoretical considerations of the com-
plex transitions in CDOM molecules, usually fitted to an expo-
nential function [17] in order to extrapolate beyond the mea-
sured data range and to correct for measurement noise [18]-
[20].
CDOM absorption was measured using an absorbance mea-
surement in a 10 cm quartz cuvette attached to a Tung-
sten Halogen light source (Ocean Optics LS1-cal) at the one
end and an Ocean Optics SD2000 spectrophotometer on the
other. The measurement was referenced against Milli-Q water
(Eqs. (4) and (5)). For this research the measured spectrum was
fitted to an exponential curve, using least-squares goodness of
fit in the wavelength region from 400 to 700 nm:
a(CDOM)(λ) = ∆+ a(CDOM)(λ0)
∗e−s(λ−λ0) (6)
Here ∆ is a wavelength independent offset (baseline cor-
rection), a(CDOM)(λ0) is the absorption at reference wave-
length (λ0) (usually at 440 nm, also denoted as g440), and
S is the exponential slope. Absorption coefficients given in
the results paragraph are the fitted absorption coefficients at
440 nm.
The reference wavelength of 440 nm was originally cho-
sen because it corresponds approximately to the mid-point
of the blue-green chlorophyll absorption maximum [4]. This
chlorophyll-α peak is often used for chlorophyll-α determina-
tion of Case I waters, and by determining the CDOM absorp-
tion at the same wavelength it allows for easier comparison.
Because the CDOM absorption has an exponentially declining
shape without distinctive peaks, any wavelength can be used
as a reference although it is preferable to use a wavelength
in the blue-green region where the CDOM absorption is the
highest, while remaining in the visible light region because
the ultra violet domain is generally not used in water quality
remote sensing due to atmospheric interference (see e.g.[7]).
2.5 PSICAM measurements
Since the light field inside an integrating cavity is already to-
tally diffuse, scattering effects will (theoretically) not affect the
absorption measurement in a Point Source Integrating-Cavity
Absorption Meter. The operation of a PSICAM is described at
length by [13, 14, 21, 22].
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FIG. 3 Schematic overview and photograph of the CSIRO PSICAM used for this research
The PSICAM used for this research is an experimental pro-
totype built by CSIRO (Canberra, Australia). It was designed
and described by Kirk [10, 11] as a spherical cavity filled with
the water sample in which light is emitted by an isotropic
source (a krypton-halogen light bulb customized by CSIRO) at
the centre of the cavity (with a radius of 0.0505 m). The emit-
ted light is either absorbed by the medium or reflected by the
highly reflecting cavity wall (filled with Barium Sulphate) or
retrieved by a CC-3-UV cosine corrector leading to the Ocean
Optics SD2000 spectrometer via a 400-2-UV-VIS optical fibre
(see Figure 3).
The absorption of a sample inside the PSICAM is determined
by Eq. (7) [11]:
a =
[
4
3 a(w)r+ (1− ρ)
4
3 r
]
1
τ
− 3(1− ρ)
4r
(7)
With a(w) the pure water absorption (Data from [23], com-
pleted to 800 nm with data from [24]) , r the radius of the cav-
ity, the cavity reflectivity ρ and the transmittance τ. The ρ was
determined by calibration of the PSICAM using a series of so-
lutions of Aldrich Humic acid (which is similar in composition
and spectral characteristics to CDOM) with known absorption
coefficients [13]. As with bench spectrometers, the τ is mea-
sured against a reference of Milli-Q water and the CDOM ab-
sorption spectrum is fitted to an exponential function with an
offset (Eq. (6)).
In order to obtain accurate a(CDOM) measurements it is neces-
sary to calibrate the PSICAM system, especially with regards
to its cavity reflectivity ρ. It has been proposed [25] to cal-
ibrate the PSICAM by measuring the relative transmittance
of two dye solutions with known absorption coefficients. The
advantage of this method is that it tends to eliminate errors
associated with the measurements of ρ, r and a [26]. Dilu-
tion series of commercially available Aldrich humic acid were
used to establish a concentration-absorption relationship for
the reference absorption measurements in a cuvette. Using
this concentration-absorption relation, reference absorption
values required for the PSICAM calibrations were calculated.
Next the PSICAM calibrations were performed, resulting in a
cavity reflectivity ρ curve [13].
FIG. 4 Illustration of the yellowish residue that remains after second stage filtration on
cellulose-acetate 0.2 µm filters.
3 RESULTS
The yellowish residue in the 0.2 – 0.7 µm fraction (as shown by
Figure 4), that remained on some of the 0.2 µm filters is indica-
tive of the presence of an optically active group of particles in
this size range. However, their mass could not be determined
as the cellulose-acetate filters were not pre-weighted by very
accurate mass-balances, needed to detect the small residue.
Also their absorption spectrum could not be measured be-
cause the filterpad method [9] is designed for glass fibre filters
and the effect of using cellulose acetate filters with a residue
that contains much smaller particles is unknown.
Examples of the measured CDOM absorption spectra for this
research are given in Figure 5. Please note that these spectra
are already fitted using Eq. (6) and are normalised at 440 nm
to allow easier comparison. An analysis showed that there are
no significant relations between the slope and offset values
of the different methods (PSICAM and cuvette) and filtration
steps (0.7 and 0.2 µm). In other words, the contribution of the
fraction between 0.7 and 0.2 µm to the absorption spectrum
has no significant spectral shape.
The results of the absorption measurements by the cuvette
and the PSICAM for the two filtration steps are given in Ta-
ble 1 (M1 to M4); the position of the stations can be found in
Figure 1. The measured g440 values of the PSICAM were mul-
tiplied by 2.00 to correct for the effects of dilution. For one of
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FIG. 5 Examples of the CDOM absorption spectra for the M1 data set (all normalized to
g440 is 1.00 to show the spectral dependencies).
FIG. 10 Absorption coefficients of CDOM at 440 nm (m−1) measured in the cuvette and
the PSICAM after filtration over 0.7 µm and 0.2 µm pore size filters.
the 19 stations (TNT-1-C on July 29th) the M4 measurement
failed, leaving a set of 18 times 4 measurements.
Four comparisons were made (C1 to C4, Figure 2). A linear
relationship was assumed between the cuvette and PSICAM
absorption at 440 nm, with the offset forced to zero: if no ab-
sorption is measured in the cuvette, then also no absorption
can be measured in the PSICAM of the same sample. Paired
t-tests were performed to determine significant differences be-
tween the measured values (2-sided, df = 17, α 0.05) and the
strength of the relationships was given by the coefficient of
determination of the regression, R2.
C1. From a paired t-test it followed that there is a significant
difference between the cuvette 0.7 and 0.2 µm filtered wa-
ter sample absorption measurements (probability p = 0.0003).
This confirms that a fraction of absorbing and scattering com-
pounds is removed with the 0.2 µm filtration. In a first ap-
proximation we assumed that the relative fraction of particles
in the 0.2 to 0.7 µm range is similar at all sample locations and
a linear fit could be made to the data. The offset of the linear
function is forced to zero because the same set-up is used. The
FIG. 6 The linear relation between cuvette absorption measurements at 440 nm after
0.7 and 0.2 µm filtration.
FIG. 7 The linear relation between PSICAM absorption measurements at 440 nm after
0.7 and 0.2 µm filtration.
linear relationship between the 0.7 and 0.2 µm cuvette mea-
surements is reasonably strong (R2 of 0.73), as is shown in
Figure 6. The average absorption loss due to the removal of
matter within the size range 0.2 to 0.7 µm is given by a(CDOM)
0.2 µm = 0.86∗a(CDOM) 0.7 µm for the cuvette system, a differ-
ence of 14%.
C2. There is a significant difference between the PSICAM 0.7
and 0.2 µm absorption measurements according to the paired
t-test results (p = 0.001). Analogue to the cuvette experiment,
this can be explained by the removal of absorbing particles
in the size range between 0.7 and 0.2 µm after the 0.2 µm fil-
tration. The PSICAM measurements at 0.7 and 0.2 µm have
a strong linear correlation with a R2 of 0.95 as can be seen
in Figure 7. The absorption loss due to the removal of mat-
ter as measured in a PSICAM is given by a(CDOM) 0.2 µm =
0.94∗a(CDOM) 0.7 µm. When combining this relationship with
the relationship derived in the previous section, the scattering
contribution (b) to the attenuation measured in a cuvette (a +
b = c) system can be quantified. The average attenuation (c)
loss due to the removal of matter within the size range 0.7 and
0.2 µm for the cuvette system was 14%, and some 6% is the
result of the actual removal of matter (following from the PSI-
CAM results). The remaining 8% average extra attenuation in
the cuvette (after 0.7 µm filtration) is thus due to the scattering
effects.
11046- 5
Journal of the European Optical Society - Rapid Publications 6, 11046 (2011) Laanen, et al.
FIG. 8 The linear relation between the PSICAM and the cuvette absorption measure-
ments after the 0.7 µm filtration.
FIG. 9 The linear relation between the PSICAM and the cuvette absorption measure-
ments after the 0.2 µm filtration.
C3. There is a significant difference between the PSICAM
and cuvette absorption measurements after the 0.7 µm filtra-
tion (p = 0.02). Figure 8 shows that the PSICAM and cuvette
measurements at 0.7 µm have a strong linear correlation of
a(CDOM) cuvette = 0.96∗a(CDOM) PSICAM with an R2 of 0.93.
C4. The PSICAM and cuvette measurements at 0.2 µm have
a linear relationship of a(CDOM) cuvette = 1.04
∗a(CDOM) PSI-
CAM with a R2 of 0.88 (see Figure 9). The two data sets are
not different at the 95% confidence level (p = 0.06), accord-
ing to the results of the t-test. Nevertheless, the 4% difference
in absorption measured after 0.2 µm filtration between the
PSICAM and the cuvette system is probably real and may be
caused by differences in the instruments and methods them-
selves.
4 DISCUSSION
After the second filtration step all particles with sizes between
0.7 and 0.2 µm are removed from the solution, which logically
should result in lower absorption values. This reduction in ab-
sorption should be (relatively) the same for both the cuvette
and the PSICAM, because the same fraction is removed. How-
ever, the difference between the PSICAM 0.7 and 0.2 µm filtra-
tions (C2), expressed as 0.2 µm = 0.94∗0.7 µm, is smaller than
the difference between the cuvette 0.7 and 0.2 µm filtrations
(C1): 0.2 µm = 0.86∗ 0.7 µm.
Thus by removing the same fraction in the samples, the ab-
sorption values measured in a cuvette decrease more than
those of the PSICAM. There is no relation between the absorp-
tion difference between the two filtrations and the amount of
absorption present in the sample, ruling out systematic offsets
between the two filtrations for the cuvette or PSICAM. The
only remaining explanation therefore is that after the 0.7 µm
filtration the calculation of the absorption by measurement in
the cuvette is affected by scattering, and therefore overesti-
mated, whilst the absorption measurement performed in the
PSICAM is not affected by scattering. The magnitude of the
scattering induced difference is on average 8% (at 440 nm).
The four comparisons provide a consistent description of the
absorption and scattering by the sub-micron particles in the
cuvette: In a direct comparison of M1 and M3 we found
that the C1 indicates a difference of 14%. If we make an in-
direct comparison, and relate M1 and M3 via the relations
found between M1, M2, M3 and M4 we find a difference of
M3 = (C4∗C2∗C3)∗M1 = 0.94∗M1. This is identical to the ab-
sorption difference found in the PSICAM and confirms that
about 8% is scattered.
There remains the fact that we found a 4% difference between
the PSICAM and cuvette measurements after the 0.2 µm fil-
tration (C4). In [22] a difference of 2.4% was found for humic
acid solutions in the spectral range of 400–600 nm. Next to
the calibration of the inner reflection (ρ in Eq. (7)) the posi-
tion and acceptance angle of the PSICAM sensor was identi-
fied as a source of inaccuracy [22]. Also for transmissometers
the mean attenuation values differ markedly and in a consis-
tent way with instrument acceptance angle [27]. Although it
is expected to resolve this difference in future work, we like
to stress that the basic results found above are not dependent
on the discrepancy between the instruments in their measure-
ment of the 0.2 µm filtrate.
For eutrophic inland freshwaters such as found in the case
study area, the size fraction between 0.7 and 0.2 µm has a sig-
nificant contribution to the total absorption of a sample. Thus,
by applying a 0.2 µm filtration step in order to measure the
CDOM absorption in a cuvette without significant scattering
effects, the same 0.2 µm filtration step also would have to be
applied for the determination of the absorption and scatter-
ing measurements of the phytoplankton and NAP. However,
we realize that the 0.2 µm filtration step can be very labour
intensive.
In eutrophic inland waters, like the lakes presented in this ar-
ticle, the absorption in the blue part of the spectrum (Eq. (3))
is much larger than the backscatter term (Eq. (2)) and R(0,λ)
can be approximated by R(0,λ) ≈ f ∗bb/a (see Eq. (1)). This
implies that in CDOM rich waters, where the total absorp-
tion at 440 nm is very high (2 – 4 m−1; Table 1) the errors
in reflection will almost be inversely proportional to the er-
rors in the a(CDOM) for relatively low PH (< 20 mgm
−3) and
NAP concentrations (see [13] for a more elaborated sensitivity
analysis). Therefore the effect of an error in CDOM reference
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concentrations that are caused by residual scattering can have
a significant effect on optical modelling, inhibiting accurate
concentration retrieval by algorithms that are based on opti-
cal closure [28].
5 RECOMMENDATIONS
In this paper a case study is presented that compares PSICAM
and cuvette CDOM measurements of natural inland water
samples. CDOM absorption measurements made in a bench
spectrometer with a cuvette are influenced by scattering ef-
fects that depend on the pore size of the filters used to col-
lect the dissolved matter. Measurements using the PSICAM
are not affected by scattering and can measure with very high
precision because it has a long effective path length.
The scattering effect in the cuvette was observed and quan-
tified. On average the g440 values of filtrate with glass-fibre
filters are reduced by 14% when filtered a second time with a
membrane filter. A simple visual inspection of the membrane
filter residue confirmed the presence of coloured material. It
was proved by PSICAM measurements that 6% of this reduc-
tion is due to reduction in absorption and 8% to scattering.
Therefore, the fraction between 0.7 and 0.2 µm does signifi-
cantly contribute to the absorption and scattering of a sample
and should not be discarded.
The PSICAM can measure true absorption differences after
both 0.7 and 0.2 µm filtrations. Absorption measurements
with a PSICAM are comparable in complexity, speed and costs
to cuvette measurements. No extra 0.2 µm filtrations for the
chlorophyll and suspended matter measurements would be
necessary when using a PSICAM assuming that there are rela-
tively few detritus and plankton particles smaller than 0.7 µm
present in the sample.
Although the results of this case study were significant, the re-
sults were derived from only 19 samples of eutrophic inland
waters were available. A more comprehensive study involv-
ing a larger number of samples taken from a broader range of
inland water types is recommended. Such a study might re-
veal a systematic overestimation of a(CDOM) absorption (per-
haps dependent on the trophic status), enabling the correction
of previously determined reference CDOM absorption values.
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